**Core tip:** Several cases of transmission of antibiotic resistant microbes have recently been reported, most notably carbapenem-resistant *Enterobacteriaceae*. However, according to our research, there does not appear to be a correlation between the number of days that an endoscope has been hanging and the bacterial load. Therefore, reprocessing of endoscopes is unnecessary prior to use, if they undergo cleaning according to guidelines, maintained in a ventilated, dust-free cabinet between use and the period of hang time does not exceed 7 d.

INTRODUCTION
============

The use of flexible endoscopes is instrumental in the diagnosis and management of gastrointestinal and hepatobiliary disease. Due to the invasive nature of these procedures they carry a risk of infection, either by bacteria within the individuals' gastrointestinal tract or through bacteria contaminating the endoscope\[[@B1],[@B2]\]. Endoscopes are defined as "semi critical" devices as per the Spaulding classification of medical devices; in order to minimize the risk of inoculating patients with microbes from a previous patient, they must undergo high level disinfection between patients\[[@B1]\].

Previous guidelines established by several international societies, including the European Society of Gastrointestinal Endoscopy, suggested that in addition to high level disinfection after use, endoscopes should be reprocessed the day of procedure prior to use\[[@B3],[@B4]\]. However, these guidelines were based on very limited research and data\[[@B5]\]. This extra reprocessing of endoscopes is extremely expensive for facilities and leads to extra wear and damage to the equipment (both processing machines and endoscopes)\[[@B6]\]. A study conducted at our institution examined the necessity of the aforementioned guidelines, and established that endoscopes could be stored up to 7 d prior to use without the need for reprocessing when maintained in a ventilated, dust free cabinet\[[@B7]\]. Thus, our institution has been following these guidelines for the past few years. Similarly, a limited study conducted in Czechoslovakia identified that colonoscopes and duodenoscopes, if properly disinfected and stored, did not require reprocessing for up to 5 d\[[@B8]\].

Several cases of transmission of antibiotic resistant microbes have been documented recently, most notably carbapenem-resistant *Enterobacteriaceae*, in the United States *via* endoscopy\[[@B9]\]. One of the most concerning aspects of these recent cases is that no breaches in reprocessing of the endoscopes was identified\[[@B9]\]. The aim of this study was to verify a previous study conducted at our institution, correlating endoscope hang time and bacterial load prior to use, as well as to evaluate our procedures in light of the recent cases of transmission of bacteria between patients.

MATERIALS AND METHODS
=====================

During the period of 2011 to 2015, we prospectively sampled specimens from nineteen gastroscopes, twenty-four colonoscopes, and five side viewing duodenoscopes, available in our institution. Each week during that time frame, two scopes were sampled on a rotating basis, accounting for a total of 327 samples. Only 164 results could be obtained which had complete data including date of cleansing, number of days stored and culture results.

Prior to removal from the endoscopy suite, all scopes are flushed with tap water and then the outer surface is wiped clean with tap water. Endoscopes were initially manually brushed to remove debris from the ports. For the duodenoscopes and the colonoscopes, the suction cylinder (to distal end and suction connector end) and instrument channel ports were manually brushed a total of three times and then flushed with at least 500 cc while submersed in detergent. With respect to ERCP scopes, the elevator recess, in both the up and down position, suction cylinder and instrument channel port were manually flushed three times each. In addition, for the ERCP scopes, the elevator wire and forceps elevator (in the up and down position) were manually cleaned three times. The elevator recess was flushed with a 30 mL water/detergent mixture in the up and down position. Using an automated flushing pump all scopes were flushed with a water/detergent mixture for 1 min and 15 s and then with air for 30 s; during flushing of ERCP scopes, the elevator mechanism was moved up and down.

The endoscopes then underwent high level disinfection using a Medivator^©^ DSD (Medivator Inc., United States) automated endoscope reprocessor (AER). High level disinfection was achieved utilizing Glutacide^®^ (Pharmax Limited, Canada), a 2% glutaraldehyde solution that can be utilized for 30 d. The AER cycle consists of a 1-min flush with reverse osmosis water, followed by a 5-min detergent disinfection and a 20-min detergent soak. Next, the scopes undergo two rinses with reverse osmosis water (4:10 min and 3 min each), then a 1-min rinse with 70% alcohol. Finally, they undergo a 5-min air dry and a 5-min manual air dry (utilizing filtered medical, non-heated air), of the suction channel, air/water channel and dials. All endoscopes are then stored in dust free, unfiltered, roll top commercial cabinets manufactured by Olympus. The cabinets were wiped clean by staff health care aides monthly, as well as, on an as needed basis.

Samples for culture were obtained using a protocol, developed at our institution, in accordance with those developed by the Endoscopy Working Group as part of the Manitoba Advisory Committee on Infectious Diseases\[[@B10]\]. The endoscopes were all sampled after a period of hang time, as described below. Sampling of the endoscopes was undertaken outside the reprocessing room, within the health care aide room, within a designated area. The distal end of the endoscope is held inside a sterile specimen container, 10 mL of sterile water is drawn up, and 5 mL is flushed through the biopsy channel. An endoscopy brush is then dipped into sterile water and passed through the biopsy channel until it emerges out the distal end, it's then pulled back up the channel and pushed through once more until it emerges 2 cm into the sterile container. Scissors are then cleaned with an alcohol pad and used to cut off 2 cm of the brush into the sterile container. Finally, the remaining 5 mL of sterile water are passed through the biopsy channel and collected in the sterile container. Prior to plating, the water containing the cleaning brush was vortexed, to ensure a representative sample was obtained. A 100 μL aliquot of the samples were placed on a sheep blood agar plate, spread with a glass rod until absorbed by the media. Plates were then incubated at 35 °C for 48 h. The colony count was obtained after 48hours and was then equated to colony forming units per milliliter. It should be noted that ERCP scopes were cultured with the elevator in the down position.

Hang time was determined by calculating the total number of days between cleaning and microbiological sampling. Guidelines at our facility dictate that any samples greater than 200 cfu/mL (cut-off for acceptable microbial levels for potable water) are deemed as an unacceptable level of bioburden and the scope would be removed from use to be reprocessed\[[@B10]\]. The data was evaluated using an unpaired *t*-test with Minitab statistical software^©^, comparing the number of colony forming units cultured on each type of endoscope after 1 d of hang time compared to subsequent days (up to day 7). Overall, the percentage of negative cultures (*i.e*., no growth) and positive cultures, for each type of endoscope was also calculated. The statistical methods in the manuscript were reviewed and approved by all authors with the help of the quality improvement specialist affiliated with the Brandon Reginal Health Centre.

RESULTS
=======

All positive culture results were less than 200 cfu/mL, and thus no endoscopes required additional reprocessing or quarantine. It should be noted that samples which were excluded from our study, due to missing data and inability to calculate hang time, all had culture results within the acceptable limit. A colonoscope cultured the highest bacterial load at 80 cfu/mL, with a hang time of 1 d. The highest bacterial load for ERCP scopes was 10 cfu/mL, this occurred at hang times 2 and 7 d. The highest count for gastroscopes was 50 cfu/mL after a hang time of 1 d. Most cultures, regardless of hang time, were negative for growth (Figures [1](#F1){ref-type="fig"}-[3](#F3){ref-type="fig"}). Only one endoscope had more than one positive culture, one colonoscope had two positive cultures (of 4 obtained), each of 10 cfu/mL.

![Percentage of negative cultures obtained for all endoscopes throughout the test period. The large percentage of negative cultures is consistent from 1 to 7 d of hang time and between the different types of scopes.ERCP: Endoscopic retrograde cholangiopancreatography.](WJGE-10-51-g001){#F1}

![Percentage of positive cultures obtained for all endoscopes throughout the test period. ERCP: Endoscopic retrograde cholangiopancreatography.](WJGE-10-51-g002){#F2}

![Number of positive culture samples at each level of colony forming units for each endoscope type, where the number of negative cultures for gastroscopes was 67 (*n* = 73), for colonoscopes 67 (*n* = 78) and endoscopic retrograde cholangiopancreatography scopes was 12 (*n* = 14). ERCP: Endoscopic retrograde cholangiopancreatography.](WJGE-10-51-g003){#F3}

There was no significant difference at the 95% confidence interval, in the number of bacteria cultured after 1 d compared to 7 d when grouping all scopes (Table [1](#T1){ref-type="table"}). At the 95%CI no statistical differences were observed, in culture results after 1 d of hang time compared to subsequent days for each scope type (Table [1](#T1){ref-type="table"}).

###### 

Comparison of number of bacteria cultured from the different types of endoscopes sampled from day 1-7, *P*-values from the unpaired t-test performed with a 95%CI

                                   **Day 2**                   **Day 3**                   **Day 4**                     **Day 5**                **Day 6**                   **Day 7**
  -------------------------------- --------------------------- --------------------------- ----------------------------- ------------------------ --------------------------- ---------------------------
  All Scopes (Day 1: *n* = 82)     *P* = 0.515 (*n* = 18)      *P* = identical (*n* = 3)   *P* = 0.071 (*n* = 18)        *P* = 0.470 (*n* = 15)   *P* = 0.584 (*n* = 7)       *P* = 0.575 (*n* = 21)
  Gastroscopes (Day 1: *n* = 34)   *P* = 0.895 (*n* = 4)       *P* = identical (*n* = 3)   *P* = identical (*n* = 12)    *P* = 0.893 (*n* = 8)    *P* = identical (*n* = 2)   *P* = 0.756 (*n* = 10)
  Colonoscopes (Day 1: *n* = 46)   *P* = 0.489 (*n* = 10)      No data (*n* = 0)           *P* = 0.493 (*n* = 5)         *P* = 0.324 (*n* = 7)    *P* = 0.526 (*n* = 4)       *P* = identical (*n* = 5)
  ERCP Scopes (Day 1: *n* = 2)     *P* = identical (*n* = 4)   No data (*n* = 0)           Insufficient data (*n* = 1)   No data (*n* = 0)        No data (*n* = 0)           *P* = 0.685 (*n* = 6)

DISCUSSION
==========

The percentage of negative cultures is similar for both day 1 and day 7 of storage for each type of endoscope, suggesting that storage of endoscopes for 7 d is safe, and that the risk of patient transmission is relatively low. This correlates with the previous findings of the study conducted at our institution\[[@B7]\].

Furthermore, all culture results were less than 200 cfu/mL, the acceptable limit for potable water, and thus were within the guidelines for use in endoscopy\[[@B10]\]. It is also of note that the highest bacterial load was cultured from a colonoscope, and the lowest was from an ERCP scope. This is despite the fact that ERCP scopes have a large number of moving parts, which are more likely to harbour bacteria\[[@B11]\]. Overall, it appears that proper disinfection and storage of endoscopes makes reprocessing prior to use unnecessary within a period of 7 d. Interim guidelines produced by the Centers for Disease Control and Prevention have suggested that cultures obtained after processing should possess less than 10 cfu\[[@B12]\]. All samples obtained in our study were less than this new limit, however our centre should adjust our guidelines to fit these new suggestions.

Limitations
-----------

One limitation to this study is the relatively small sample size, especially with regards to ERCP scopes, as a statistical difference may not have been detected utilizing the *t*-test even if it existed. Furthermore, the type of bacteria cultured was not assessed in this study and therefore in future studies, it would be important to assess which bacteria are able to withstand the disinfection process. It has been suggested that sterilization of endoscopes may be required for prevention of transmission of certain species of bacteria rather than disinfection\[[@B13]\]. Lastly, not all bacteria are amenable to culture using the medium employed in this study. Moving forward, our institution will be assessing the use of different culture media in comparison to the commonly used sheep blood agar, including reasoner's 2A agar which may identify water stressed or damaged organisms\[[@B14]\]. For future studies, it may be valuable to initially plate a 0.5 mL sample onto MacConkey media to allow for rapid screening for organisms which may lead to patient harms\[[@B15]\].

In conclusion, there is no clear correlation between the duration of hang time of an endoscope and bacterial load. This further supports the previous study conducted at our institution indicating that there is not a need to reprocess endoscopes prior to use if they are properly disinfected, and properly stored for up to 7 d\[[@B7]\]. It is important to stress that proper cleansing of endoscopes be carried out immediately after use, according to manufacturer suggestions. Further work in this area should focus on assessing the type of bacteria cultured in order to determine the true risk to the patient, as well as determining methods to further decrease the risk of transmission of antibiotic resistant organisms. Lastly, new research should assess whether a limit of 200 cfu/mL is appropriate or if transmission of virulent organisms can occur below this limit.

ARTICLE HIGHLIGHTS
==================

Background
----------

Due to the nature of endoscopy, all endoscopes must undergo high level disinfection after use. Previously, guidelines suggested that endoscopes be reprocessed prior to use, regardless of the hang time. These guidelines led to excessive wear on the instruments, and were quite costly for institutions. A previous study conducted at our institution suggested that endoscopes could be stored for up to 7 d prior to requiring reprocessing. The aim of this study was to determine if there was a correlation between the hang time and bacterial load on endoscopes.

Research frontiers
------------------

There have recently been several documented cases of transmission of antibiotic resistant organisms, specifically carbapenem-resistant *Enterobacteriaceae via* endoscopy. This has led to increased interest in the bacterial contamination on endoscopes after thorough disinfection.

Innovations and breakthroughs
-----------------------------

The study demonstrates that endoscopes can be stored for a period of up to 7 d without significant levels of bacterial contamination, there does not appear to be a correlation between hang time and bacterial load. There does not appear to be a need for reprocessing of endoscopes prior to use if disinfected and stored properly. This is contrary to previous society guidelines which suggested disinfection prior to use.

Applications
------------

Endoscopes if disinfected and stored properly can be stored for up to 7 d without requiring reprocessing prior to use.

Terminology
-----------

Hang time refers to the number of days an endoscope was stored, from disinfection to microbiological evaluation.
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